Recent California legislation requires irrigation water agencies larger than 25,000 acres to measure volumetric water deliveries within specified levels of relative uncertainty. Although the meter gate is one of the most widely used flow measurement devices in California, little investigation has been conducted into the accuracy, limitations, and uncertainties of the rating tables developed over 60 years ago. A meter gate testing facility was constructed at the Cal Poly Irrigation Training and Research Center's Water Resources Facility capable of testing gates up to 0.76 m (30 in.). The facility was constructed with gates oriented perpendicular to the supply channel flow to match actual field conditions. Three commonly used gate sizes of 0.30 m (12 in.), 0.46 m (18 in.), and 0.61 m (24 in.) were examined under a variety of upstream head, head loss, and gate opening conditions. Based on the limitations, guidelines are included to assist users and lower the uncertainty of these devices. It was found that meter gates can be an accurate flow measurement device if installed and operated correctly according to guidelines provided. Limitations were found: upstream head above the top of the turnout pipe must be maintained equivalent to at least half the pipe diameter, and gate openings less than 25% open can lead to large uncertainties. Using the new rating tables for the three gates examined, the relative uncertainty is less than ±5 to ±7% at the 95% confidence level with the new rating tables, as compared with less than ±10% at a 95% confidence level using common published tables. Uncertainties are lower than the required estimated 10.7% instanta neous flow rate uncertainty that will be needed to meet current SB X7-7 requirements.
Introduction
Accurate flow measurement of water from irrigation projects deliv ered to farms is important for a number of reasons. Farmers use the flow measurement and volumes delivered to know how much water was applied to fields; the amount applied must be known for irri gation scheduling and management. Irrigation projects have been shifting from assessment-based fees to volumetric billing (often there is some combination of both). Irrigation district operators also need good turnout flow measurement to properly operate canals.
In California, Senate Bill X7-7 (SB X7-7) was enacted in November of 2009. Specific regulation for agricultural irrigation water agency turnout flow measurement includes (DWR 2011):
• If there is an existing flow measurement device, the volumetric accuracy must be within ±12%; and • For new flow measurement devices, the volumetric accuracy must be within a laboratory rated ±5 or ±10% in the field if laboratory ratings are not available. Because of the vast array of conditions in the field, there is no single hardware solution that will economically meet the SB X7-7 requirements in all agricultural water delivery locations throughout California. In most cases, the regions that can use simple solutions already utilize potentially accurate volumetric flow measurement ing, Irrigation Training and Research Center, California Polytechnic State Univ., San Luis Obispo, CA 93407 (corresponding author devices such as propeller meters. The challenge is finding solutions for the difficult situations. These include areas with high sediment loads, aquatic weeds, little available head loss (where the water lev els upstream and downstream of a turnout gate are similar), and high flow rates.
Volumetric accuracy is defined in the SB X7-7 regulations as the percent error between the measured volume and the actual or true volume. The measurement device provides the measured volume (volumes may be computed from a measured flow rate and the duration of delivery) and the actual volume is determined through laboratory or field testing (DWR 2011) .
A second term used in this paper is uncertainty, which is the proper term to use when describing the range of values within which the actual value lies for a stated confidence level. In other words, on the average a measured number may equal 0.625, which is identical to the true value. However, any single measured value may be different.
In some cases, volumetric measurements are made directly by the meter (e.g., propeller meter with totalizing capability). How ever, instantaneous flow rate is often measured and volumes are estimated based on the duration of the delivery. Since the instanta neous flow rate (Q) may have only been measured at one or more instances during the duration of the delivery, there is some uncer tainty beyond the flow meter uncertainty of the volume computed from the device that will influence the volumetric measurement accuracy.
There are several factors that will influence the combined uncertainty of the volumetric measurement from devices such as meter gates, where volumes are computed based on instantaneous flow measurement and the duration of the water delivery. Flow measurement accuracy is a major component of the volumetric accuracy and was investigated for meter gates (special submerged orifice) in this work. The change in supply channel water level be tween flow measurement reading events will influence the head on the turnout gate and therefore influence the flow rate. Water level variation downstream of the orifice will influence the head loss across the gate, which can change the flow rate. Finally, inaccuracy in determining the correct duration of the irrigation event will in fluence the computed volumetric accuracy. These are discussed in the "Flow Measurement Errors and Uncertainty" section.
One of the most commonly used farm delivery (i.e., turnout) flow measurement devices in California is a meter gate (ITRC 2000 (ITRC , 2002 . Meter gates provide a number of advantages if these devices can meet the volumetric accuracy requirements. A major advantage is that thousands of these devices are already installed; water agencies may not need to invest in new devices. Water quality issues including high sediment loads and aquatic weeds do not cause significant problems, and annual maintenance and calibration costs are low with meter gates.
As will be discussed, rating tables exist for common meter gates. One purpose of this work was to compare existing rating table val ues for several gate sizes against laboratory evaluations. Another was to provide improved gate discharge equations, if found, and to expand the equations to cover a wider range of configurations. Additionally, there was a need to provide clear rules on the instal lation and operation of these devices to meet the accuracy require ments in SB X7-7. Finally, new rating tables were developed for two rectangular gate sizes commonly installed as new or replace ment gates for irrigation turnout delivery (presented in a companion paper).
Background
The meter gate is a special type of rated orifice (sluice gate) that generally uses a round gate to control water flowing into a round pipeline. Meter gates are submerged and the downstream head is typically measured 0.30 m (12 in.) downstream of the back face of the gate through an access hole in the top of the pipeline connected to a stilling well. Irrigation agency operators use rating tables for a particular gate size, with measurements of the head loss (ΔH) be tween the supply channel and the downstream water level, and the net gate opening (y) to obtain a flow rate through the gate. Rating table development started around 1918 when Modesto Irrigation District began an investigation into calibrating standard gate designs and installations. Modesto ID selected the Calco Slide Headgate Model 101 as its standard gate.
Calco (California Corrugated Culvert Company, Berkeley, California) was a division of Armco (American Rolling Mill Company); the gates became known as the Armco Model 101. The basic design of the round gate on a round pipe is generally referred to as the Armco-type gate. The Armco Model 101 was acquired by Fresno Valves and Casting, (Selma, California) and is still being manufactured as the Series 6600 Model 101 C. Other, similar round canal turnout gates by other manufacturers include the Waterman Industries (Exeter, California) C-10 canal gate and XCAD (Paul, Idaho) X-GATE W-type. The gates by them selves are not meter gates. It is necessary to properly install the tap and stilling well downstream of the gate as well as identify the zero openings to measure flow rates, as will be discussed.
The original Modesto ID ratings were based on submerged gates with different lengths of pipe downstream (Armco 1949) . Since the pipe lengths can vary depending on installation, in the mid-1920s Fresno Irrigation District constructed a facility and began develop ing rating tables using a standard downstream head measurement of 0.30 m (12 in.) behind the face of the gate, which was also a Calco (Armco) Model 101 (Fresno Irrigation District 1928) . Fresno ID conducted tests for gate sizes from 0.20 to 0.61 m (8 to 24-in.). These rating tables were published by Armco for the Model 101 meter gate until approximately 1951, when the U.S. Bureau of Reclamation (USBR) completed another set of meter gate ratings for gate sizes ranging from 0.20 to 1.22 m (8 to 48 in.) (Summers 1951) . The reason for the USBR rating table development was that the USBR found errors in the Fresno ID ratings of up to 18% (Summers 1951) .
Since the USBR rating development (Summers 1951) , very little work has been conducted to examine the accuracy of Armco-type meter gates. Other researchers have used the data collected during the USBR investigation without examining the accuracy of the original data (Cadena and Magallanez 2005) .
Prior recommendations on installation of meter gates can be found in the USBR Water Measurement Manual (USBR 1997) and in the Armco Rating Table booklet (Armco Steel Corporation 1975) . In the field, there can be a variety of installations that do not conform to either set of recommendations and may have been a result of confusion from alternative instructions or mistakes. The issues seen in the field may be attributed to differing recom mendations. For example, the Armco Rating Table booklet and Summers (1951) recommend that the stilling well tap for the down stream head measurement be placed 0.305 m (12 in.) behind the face of the turnout gate. However, the USBR Water Measurement Manual and Ball (1961 Ball ( , 1962 state a preferred distance of onethird of the turnout pipe diameter downstream. The result is a variety of downstream head measurement locations. Fig. 1 shows the recommended installation of a meter gate with some modifications to the stilling well and pressure tap recommen dations based on the authors' experiences with these devices. The stilling well in Fig. 1 is taller than those shown in the USBR Water Measurement Manual and the Armco rating table booklet, which show the top of the well nearly level with the top of the channel bank. Raising the well above the bank prevents debris from depos iting in the well when the channel bank road is being graded.
In addition, the top of the stilling well should be level with the top of the gate frame. This allows the operator to measure down from the top of the gate frame and the top of the stilling well to the water surfaces to obtain the head loss (ΔH). This is an alternative to the typical meter gate well assemblies that can be purchased from manufacturers and those shown in the literature discussed. It is common to see two wells on the downstream side of the gate with the same top elevations. One well is connected to the top of the pipe as shown in Fig. 1 and the other is connected with a horizontal pipe to the upstream canal. The authors have found that this horizontal pipe plugs easily and is very difficult to clean out with water in the upstream canal. In most cases, the upstream water level does not fluctuate significantly so the stilling well for the upstream reading is not necessary.
The stilling well and tap sizes are usually not specified in pub lished meter gate installation recommendations. A stilling well (inside diameter) to (tap diameter) ratio of no less than 8:1 is rec ommended to dampen the downstream water level fluctuations.
The typical recommendation for the upstream head above the top of the pipe (H 1 ) is a minimum of one pipe diameter (D). The USBR manual and Armco booklet recommend not having a head loss (ΔH) greater than 0.46 m (18 in.) and the Armco tables do not show values for ΔH greater than this. An updated set of rec ommendations will be presented in the "Results and Discussion" and "Application" sections of this paper.
The original USBR testing setup for the meter gate ratings was oriented so that the supply water entered the meter gate straight on (parallel to the meter gate discharge pipe) (Summers 1951) . The testing conducted for the work presented here had the gates oriented perpendicular to the supply channel flow, which is common in field installations. 
Flow Measurement Errors and Uncertainty
Several primary factors influence the combined uncertainty of the volumetric measurement from meter gates: flow measurement ac curacy, the change in supply channel water level between flow measurement readings, water level variation downstream of the or ifice, and inaccuracy in determining the correct duration of the ir rigation event. A good discussion on each of these components can be found in Burt and Geer (2012) . Since the accuracies of each component are independent, they were combined (Burt and Geer 2012) using the root-sum-of-squares method (Taylor and Kuyatt 1994) to compute the volumetric uncertainty as
where U v is the percent (relative) volumetric expanded uncertainty where the resulting value describes the range within which true val ues lie both in the positive and negative around the measured value with a 95% confidence level or within two standard deviations (i.e., expanded uncertainty of the volumetric measurement is ±U v ); U Q is the instantaneous flow measurement accuracy; U Hu is the accuracy in flow rate estimated due to variable upstream supply canal water levels; U Hd is the accuracy in flow rate estimated due to variable downstream water levels; and U T is the accuracy of the delivery duration estimate. SB X7-7 does not provide a standard coverage factor (number of standard deviations) or confidence level for uncertainty. In the U.S., some organizations base uncertainty and standard error reporting on one standard deviation (67% con fidence level). In this paper, two standard deviations (i.e., k ¼ 2 and 95% level of confidence) will be used based on international rec ommended standards (Taylor and Kuyatt 1994 ). An evaluation of upstream supply channel variability for oper ating turnouts was conducted at San Luis Canal Company (Los Banos, California) during the summer of 2012 (Burt and Geer 2012) . Canal water levels were recorded on an hourly basis at 22 sites, collecting data for approximately 90 irrigation deliveries. The channel conditions and structures are typical of many upstream channel distribution systems in the western U.S. with flashboard weir check structures for water level control and submerged orifice turnouts. The results of this evaluation showed that under sub merged flow conditions, the uncertainty of flow measurement due to supply channel water level variation (U Hu ) was within ±2% with a 95% level of confidence.
U Hd and U T are influenced by farming practices and irrigation water agency operational rules. Burt and Geer conservatively esti mated the expanded U Hd , or the uncertainty due to change in backpressure on the gate, as ±3% based on field experience. Additional research is needed to evaluate this uncertainty parameter, and it would depend upon the average elevation change between the sup ply canal and the farm ditch. The U T of ±4% was based on a conservative estimate that the difference between actual and re corded duration would be within ±1 h within a 24-h delivery period. In many cases irrigation delivery durations are longer than 24 h, which would result in a smaller U T if a ±1 h error is recorded versus actual duration.
Rearranging Eq. (1) and solving for U Q based on U Hu ¼ 2%, U Hd ¼ 3%, U T ¼ 4%, and the SB X7-7 requirement of U v ¼ 12%, the relative instantaneous flow measurement uncertainty (U Q ) that can be tolerated is computed to be ±10.7%. The uncer tainty of instantaneous flow measurement (U Q ) for meter gates was the focus of the work presented in this paper.
The overall objectives of the study were to check the accuracy of the existing Armco rating tables, provide corrected or more accu rate rating tables if necessary, provide laboratory-verified accuracy under a clearly defined set of installation and operational standards, expand the operational range of meter gate rating tables if possible (so that these can be used in a wider range of sites), examine how supply channel velocities influence accuracy, and, when installa tions do not conform to standards, determine what if any influence this will have on accuracy. The work presented here will cover all topics except for the influence of supply channel velocity, which will be discussed in a future companion paper.
Procedures
The standard discharge equation for a submerged orifice is pffiffiffiffiffiffiffiffiffiffiffiffi ffi
where Q = flow rate [cubic meters per second (CMS)], C d = co efficient of discharge, A o = net gate opened area (m 2 ), g = gravi tational acceleration (9.81 m=s 2 ), and ΔH = head loss across the gate (meters). The coefficient of velocity (C v ) has been neglected since the velocity of approach is close to zero because these gates are typically installed perpendicular to the supply channel velocity streamlines.
The C d value can be computed from Eq. (2) as
As will be discussed, a new meter gate testing facility was con structed. Measurements for Q; A, and H will be discussed in the following sections.
Meter Gate Testing Facility
A meter gate testing facility was constructed at the Cal Poly Irrigation Training and Research Center (ITRC) Water Resources Facility. The new testing facility was added to an existing elevated flume near its upstream end (Fig. 2 ). Prior to modification, the rec tangular flume was 1.21 m wide by 1.21 m in height on a 0.002 slope. A portion of the flume wall was raised from 1.21 to 1.83 m for this testing. If the recirculation pump is used, 0.85 m 3 =s can be supplied through the flume. The recirculation pump has a variable frequency drive (VFD) on a 100 horsepower (HP) motor. Flow is measured exiting the pump by a calibrated 0.762 m McCrometer UltraMag (McCrometer, Hemet, California) magnetic meter on the supply pipeline (not shown in Fig. 2 ). This water enters a basin at the head of the flume through a 0.762 m steel pipeline. Flow rates into the flume are controlled by adjusting the VFD to match the target.
As shown in Fig. 2 , the meter gates were attached to the flume perpendicular to the flume flow. The meter gate was connected to the side of the flume with a removable steel bulkhead so that the gate frame was attached flush to the side of the steel. The frame and gate protruded slightly into the flow the width of the gate frame as can be found in many field installations. The bottom of the gate was set at least 0.10 m (4 in.) above the bottom of the channel as rec ommended by the USBR. A corrugated discharge pipe, sized to match the gate diameter, connected the gate to the downstream sump as it would be in a typical field installation. The sump on the downstream end of the corrugated pipe had a top elevation equivalent to the top of the flume walls so that a full range of head differentials could be tested.
The Armco and other gate rating tables require the user to mea sure the net gate stem opening from the zero opening. The zero opening is the point at which the bottom of the gate is level with the bottom of the pipe. To prevent leakage when the gate is closed, the gate plate diameter is larger than the pipe diameter, and the bottom of the gate seats closed in a position below the inside bot tom of the pipe. The gate must open some distance, which varies by gate size and manufacturer, before the zero opening is reached. When a new gate was installed for testing, the stem on each gate was marked to identify the zero opening. A procedure for marking the zero opening is described in the "Application" section.
Three steel discharge pipes were connected to the bottom of the downstream sump ( Fig. 2) . Each pipe had a calibrated magnetic flow meter (mag meter) with the same inside diameter as the steel pipes; these flow meters were used to determine the flow rate (Q) in Eq.
(3). The nominal magnetic (mag) meter sizes are shown in Fig. 2 . A discussion on the calibration and operation of these mag meters will be discussed in the next section.
Butterfly valves were installed at the downstream end of each of the mag meter pipes to control the water level in the sump and en sure that the pipe flowed full. These valves were operated manually. The flow leaving the mag meter pipelines entered a manifold where it was discharged into a drain line to be recirculated back to the head of the flume. The drain line ran from an emergency spill at the upper supply sump (to the right of the meter gate in Fig. 2 approximately 18 m) down to a sump at the tail end of the flume where the recirculation pump is located.
In the flume, a 3.7 m long oblique weir was used to control the water level (head) upstream of the meter gate. The weir crest eleva tion was manually adjusted by adding or removing wood boards (flashboards). All flow passing through the VFD and the 0.762 m mag meter entered the flume and either passed through the meter gate or went over the weir. The 0.762 m mag meter was used to measure the flow rate entering the flume so that the velocity of the water in the flume could be known. The results presented in this work utilize very low velocities in the flume to negate the im pacts of supply channel velocity on the results and to provide a baseline. The influence of supply channel velocity on meter gate ratings will be discussed in a future publication. Since supply chan nel velocity will depend on entrance conditions and the channel, it is anticipated that if adjustments are necessary, they would be ap plied to the baseline ratings developed here.
Flow Rate through the Meter Gate (Q)
Three magnetic meters were installed downstream of the meter gate to determine the flow rate standard (Q) shown in Eq. (3). The 0.61 m (24-in.) and 0.46 m (18-in.) McCrometer UltraMag mag meters and the 0.25 m (10-in.) Seametrics AG2000 (Seametrics, Kent, Washington) were installed to provide a range of flow testing capabilities. For the results that will be presented here, only one mag meter was used for one test.
Calibration of each meter involved installing it in a pipeline within and parallel to the flume (at different times) prior to the me ter gate testing. The meter readings were compared against the flow rate computed from a National Institute of Standards and Technol ogy (NIST) traceable weigh tank at the downstream end. At least nine different flow rates were tested for each meter, and the weigh tank flow rate was compared with the readings from the mag meter. A best-fit linear regression was developed for each gate and used to compute the calibrated flow. The r-squared value for all three cal ibration equations was greater than 0.999.
The precalibration average percent error of the 0.61 m mag me ter was −4.43%. Post-calibration the error was 0.14% with a root mean squared error (RMSE) of 0.0029 cm and a coefficient of variation of the RMSE (CVRMSE) of 0.014. The precalibration average percent error for the 0.46 m mag meter was −0.67%. Postcalibration the average percent error was 0.07% with a RMSE of 0.0012 cm and a CVRMSE of 0.007. The precalibration average percent error was for the 0.25 m mag meter was 3.37%. Postcalibration for the 0.25 m mag meter was −0.12% with a RMSE of 0.0017 cm and a CVRMSE of 0.043.
Each mag meter had a digital display showing flow rate. Readings were recorded manually during the testing four times for each test after steady state conditions were reached. The calibration equations for each meter gate were applied to the raw flow rates recorded from the digital displays during postprocessing of the data.
Net Gate Opening Area (A o )
In this study, the actual gate opening area (A o ) was used to compute the C d . The original USBR calibration computed C d based on the full pipe area (A p ), not the actual opening area. Therefore, the C d values from this study and the USBR work are not directly com parable. The full pipe C d incorporates the loss across the gate, re sulting in C d values that approach zero as the gate opening becomes smaller. The actual gate opening was used here so that differences in actual C d values could be compared between gate openings and different gate sizes. Cadena and Magallanez (2005) computed C d values from the USBR meter gate tests based on an area approxi mation presented by Hager (1987) . However, that area approxima tion performs poorly at gate openings less than 25% and greater than 55%, so the C d values computed by Cadena and Magallanez will also not be comparable to those presented in this paper.
An (opening area) to (gate opening position) relationship was derived for a circular gate on a circular pipe. To ensure that the gate seats completely over the pipe, the radius of the gate (R g ) is larger than the radius of the pipe (R p ). The relationship will de pend on the gate manufacturer and the gate size. Fig. 3 shows key measurements used to compute the gate opening area.
The following is the relationship between net gate open area (A o ) and net gate opening (y):
where Fig. 3 , y is the net gate opening, R g is the outside radius of the gate, R p is the inside radius of the pipe, O is the distance from the centerline of the pipe to the intersection of the pipe and gate, and P is the distance from the center of the pipe to the center of the gate. In Eqs. (4)-(6), A i is the pipe area at the gate opening if the gate bottom was flat along a geometric chord where the gate inter sects the pipe on both sides, and A subtracted is the area of the circular portion of the gate protruding into the pipe area below this chord. The net gate opening (also referred to as the stem height) is a criti cal measurement from the bottom of the inside diameter of the pipe to the bottom of the gate. This measurement is often mistaken in the field and as will be discussed, care must be taken to identify the correct zero opening just as the gate breaches the bottom of the pipe.
Eqs.
(3)- (7) are equivalent to those used by Skogerboe and Merkely (1996) . However, users of that text should be aware of an error in one of the equations presented and refer to an example on the following pages of that chapter to determine the correct equation.
Pressure Head Testing Design
In order to determine the ΔH from Eq. (3), the difference in head upstream and downstream of the gate is needed. For this evaluation, multiple locations downstream from the back face of the gate were examined to determine the effect that location of the downstream measurement had on the estimated flow. For a standard meter gate design, the Armco water measurement tables state that the ΔH is the difference in head between the upstream water level and the water level measured in a stilling well that is connected to the turn out pipeline tapped 0.305 m (12 in.) downstream from the face of the gate (Armco Steel Corporation 1975, p. 23 ). This standard lo cation was used for the baseline rating (to compare existing Armco Rating Tables). Fig. 4 shows the locations where downstream head was measured for various readings, including at the 0.305 m location.
At the top of the closest corrugation to the locations shown in Fig. 4 (0 .15, 0.20, 0.305, 1.22, 2.44, 4 .88 m), 0.019 m (3/4 in.)
holes were tapped for the head measurements along the pipe. In addition to these locations shown in Fig. 4 , head measurements were made for the upstream water level through a 0.019 m hole in the bulkhead at the same elevation as the top of the corrugated pipe.
Stilling wells were required because of the fluctuation in pres sure head in the pipeline; proper sizing is critical, as will be noted in the "Discussion" section. The stilling wells were grouped together for ease of leveling and measurement and were located on the side of the downstream sump wall. The holes were connected to the 0.152 m (6-in.) PVC stilling wells using 0.016 m clear flexible plas tic hose that was sloped slightly upward from the head measure ment location to the stilling wells. Clear plastic hose was used so that air bubbles were visible and could be removed.
The ΔH was measured directly by using a SMAR-LD301 pres sure differential transmitter/transducer (SMAR, Houston, Texas). The LD301 is temperature compensating and the differential range was modified to decrease the output uncertainty to within ±1 mm. The stilling well from the tap connected to the water level in the flume (upstream head) on one side of the differential pressure trans ducer. The other side of the transducer was connected to a mani fold. The manifold connected stilling wells for each downstream head location so that one head measurement location could be iso lated with valves and compared with the upstream head for each measurement. The testing personnel would sequentially turn valves on and off and manually take ΔH readings for each head measure ment location.
As redundancy, staff gauges were connected to each stilling well and referenced to the same datum. The staff gauge increments were approximately 1.5 mm. These visual readings were used to man ually compute ΔH to check that the pressure differential transducer was functioning properly. If the ΔH from the LD301 differed from manual readings by more than 1%, the pressure transducer was zeroed and the test was repeated.
Meter Gate Testing Scenarios
Testing involved examining a wide array of conditions to examine effects that these conditions have on C d . Conditions that were var ied included upstream water level in the flume, water level in the downstream sump, gate opening, supply channel velocity, gate size, Fig. 4 . Side view of the meter gate testing setup and the locations where downstream head measurements were taken www.itrc.org/papers/metergate1.htm Accuracy of Round Meter Gates for On-Farm Deliveries ITRC Paper No. P 15-003 and gate type. The results presented here will focus on ΔH taken at the 0.30 m (12-in.) downstream head measurement location. Armco-type (round) gates examined were manufactured and provided by Fresno Valves and Casting. Three common gate sizes were examined, nominally 0.30 m (12-in.), 0.46 m (18-in.), and a 0.61 m (24-in.) Model 101 C. These are the same designs as the Armco gates used in the original Fresno Irrigation District and USBR studies. Table 1 shows the testing range for the different tests conducted as part of the meter gate evaluation under low supply channel veloc ity. The velocity in the supply channel downstream of the meter gate was always less than 0.2 m=s for the results shown here. The goal of this evaluation was to collect data over a wide range of scenarios for each gate size. In large-scale testing, it was not feasible or important to match a predetermined water level or head loss target exactly. Therefore, a target range was attempted for each scenario (e.g., an actual ΔH of 0.11-0.19 m would be satisfactory for a test with a target ΔH of 0.15 m) and the results are presented for the actual measured variables.
Upstream head was varied from a classification of Very Low, upward. Very Low would be less than the recommended 1 pipe diameter (corrugated turnout pipe) head above the pipe. Typically this was about 0.5 pipe diameter. The water level for the Low target was typically 1 pipe diameter above the top of the corru gated pipe. The Middle through Very High upstream head ratings were incrementally increased up to the maximum water level that could be safely obtained with the flume wall heights. For the 0.61 m gate there is no Very High upstream head since the large gate size limited the maximum water level that could be achieved in the flume.
As Table 1 indicates, a variety of head differences were evalu ated. The actual head difference (head loss) was varied depending on the upstream head available. With Low upstream head, the lim ited head available typically resulted in a small head loss. Table 1 Coefficient of discharge (C d ) values were computed for each net gate opening under each scenario in Table 1 . Relationships between various testing parameters and the C d will be discussed. The un certainty of the new C d values as well as the original Armco tables were evaluated by examining the percent error between the actual flow rate measured and that determined using the new rating or Armco table values. Percent error is computed as
During each of the tests shown in
where E Qi = percent error between the estimated flow (Q i ) and the actual flow (Q). The estimated flow (Q i ) was based on the Armco Rating Table (Q Armco ) and new C d values developed from this work (Q improved ). The instantaneous flow measurement relative expanded uncertainty (95% confidence level) was developed based on multi ple independent tests with the same gate at each gate opening for the existing Armco tables and the flow rate using C d values from this study. Standard uncertainty of the meter gate (U Q ) was com puted as the standard deviation of the error (Q i − Q) at each gate opening. A coverage factor of k = 2 (i.e., ±2 standard deviations) was applied for the expanded uncertainty to the 95% confidence level (U Q 95 ) as
The relative expanded uncertainty (RU 95 ) was computed as where Q mean is the mean flow rate for the tests for that gate opening. More discussion on the methods used can be found in a number of references (Taylor and Kuyatt 1994; USBR 1997; Lozano et al. 2009 ). Values from hardcopy Armco tables (Armco Steel Corporation 1975) provided by Fresno Valves and Casting were entered into a spreadsheet. Q Armco was determined for each net gate opening and ΔH by linear interpolation between the two closest ΔH values for each net gate opening.
Results and Discussion
One of the primary reasons for testing the same gates under a vari ety of conditions, even those outside of the ranges shown in the Armco flow measurement tables, is to examine the limitations for the accurate use of meter gates. Potential relationships exist be tween ΔH; H 1 , Reynolds number in the turnout pipe (R pipe ), and fraction of net gate opening (A o =A p ).
The C d computed for all scenarios is shown in Figs. 5(a-c) for each of the three Armco-type gate sizes examined related to gate opening area. All gate sizes show variability in C d values at the low gate openings. This was also found by Summers (1951) with round gates, and others have reported greater uncertainty at smaller gate openings with rectangular orifice experiments (Lozano et al. 2009 ). Fig. 5 (a) (0.30 m gate) also shows significant variability in C d values at different fractions of gate opening areas. This variability can be attributed to the Low and Very Low upstream head (H 1 ) conditions where the upstream head was less than 0.5 times the pipe diameter. However, the 0.46 and 0.61 m gates performed well for upstream heads as low as 0.5 times the pipe diameter. The Tests Not Excluded in Figs. 5(a-c) represent C d values without upstream head values below 0.5 times the pipe diameter above the top of the pipe for the 0.30 m gate and gate openings below 20% for all gates. Additionally, several of the C d values in Fig. 5 (a) (0.30 m gate) at gates openings of 30% not associated with Very Low upstream head were above 1.0. While this is theoretically not possible since there must be energy loss, there are several possible reasons for the inconsistency. Gate leakage is one possibility since the leakage would be a higher percentage of the total flow at the lower gate opening. Measurement error is another possibility. Finally, Eqs. (2) and (3) assume hydrostatic conditions at the upstream and down stream measurement locations. However, these conditions may not necessarily be assumed at the 0.305 m pressure tap location, specifically at the lower gate opening when the velocity in the ver tical direction may be significant close to the gate. This will be 1.20 investigated in future work. At this point measurement error will be assumed and the values above 1.0 have been removed from further analysis.
Multiple regression analysis was examined on the non-excluded data relating A o =A p ; H 1 =D and ΔH=H 1 to C d . Using the model
where Ĉ d is the predicted discharge coefficient, β 0 through β 5 are the regression coefficients, and other variables have been previ ously defined. The assumptions required for the multiple regres sion, normality, homoscedasticity, and independence of the errors, was confirmed by residual analysis. The R pipe was not included in this evaluation since it is highly correlated to A o =A p . Results (re gression coefficients and corresponding P values) of the multiple regressions for each gate size tested are shown in Table 2 . It can be concluded that A o =A p (for all three gates) and H 1 =D (for the two larger gates) have some influence on C d , while statistically, ΔH=H 1 does not affect C d . We do not recommend using this multi ple regression to compute the C d values because the H 1 =D and A o =A p values that may be used could be outside of the values used in the multiple regression. Alternative recommendations for deter mining C d values will be discussed.
Relative upstream head (H 1 =D or upstream head above the pipe divided by the pipe diameter) did have some influence on C d (Table 2) for the two larger gates although the coefficients are low, indicating the influence is relatively small (2-3% when H 1 =D is included using Eq. (12) compared to without). This is represented visually in Fig. 6 , which shows a relatively constant C d for the same relative gate opening. As indicated in Fig. 5 , the lower gate open ings generally had higher C d values. Fig. 6 shows that the upstream head above the top of the pipe (H 1 ) as low as 0.5 times the pipe diameter performed similar to higher heads at and above the rec ommended minimum head of 1 pipe diameter above the pipe. This indicates that it should be possible to obtain accurate flow meas urement in situations where upstream head is less than the recom mended 1 pipe diameter, but it should be greater than 0.5 times the pipe diameter. Fig. 7 shows the relation between relative head loss (ΔH=H 1 ) [Figs. 7(a-c)] to C d and Reynolds number ] in the cor rugated pipe (R pipe ) to C d . The higher C d values at lower Reynolds numbers can be attributed to the smaller gate openings. Fig. 7 1.20 Fig. 8 . Average C d computed in this study for the round gates tested in 1.00
this study by fraction of net gate opening area tables then it might be inferred that similar agreement exists for the other size gates. Fig. 9 shows the average relative error at each gate opening with the relative expanded (95% confidence level) uncer tainty shown bounding the relative error. As expected, the 0.30 m gate showed a high level of uncertainty at fractions of gate opening areas (A o =A p ) of less than 40% (gate opening of 0.10 m or 4 in.). This high variability in C d values shown in Fig. 6 indicates that there was significant variability in the measurements at these low gate openings. At A o =A p of greater than 40% for the 0.30 m gate the average relative error was within 7%. The Armco flow tables tended to over-estimate the flow rate for the 0.30 and 0.46 m gates. This could be caused by the gate arrangement perpendicular to the supply channel flow instead of straight on as they were for the original tests used for the Armco tables. The biased error combined with the expanded uncertainty indicates that the current recommendation of a maximum ΔH of 0.46 m (18 in.) can be exceeded at least with the gates tested in this study. For the 0.30 m gate (12-in.), 0.46 m gate (18-in.), and 0.61 m (24-in.) gate, maximum ΔH values of 0.86 m, 0.59 m, and 0.67 m were tested, respectively.
During testing ΔH values were attempted at ΔH=H 1 greater than 0.75-0.8. However, at this point the downstream head in the stilling well would typically drop below the level of the pipe and readings could not be made at the 0.305 m stilling well (or the closer wells). In field applications, this issue would lead to improper measurements or an inability to take the downstream head measurement. Fig. 8 shows the average C d by fraction of gate opening area for each gate. Interestingly . This is likely due to hydraulic effects as water en ters the pipe, with and without gate obstruction, influencing the pressure at the 0.305 m stilling well.
Of importance to meter gate uses is the uncertainty (accuracy) of the existing rating tables (specifically the Armco rating table book let) and the C d values computed in this study shown in Fig. 8 . Only the three most commonly used gates were investigated. There is a variety of other sizes from 0.20 to 1.22 m that have rating tables. If good agreement exists between the 0.30, 0.46, and 0.61 m Armco
25% 25%
for the 0.30 m gate exceeds þ10% for A o =A i of 50% and lower. The actual relative errors for A o =A i at 41 and 51% did not ex ceed ±10%. Armco table flow uncertainties ranged from −9 to þ10% for A o =A p greater than 0.25 for the 0.46 and 0.61 m gates. This is a good indication that these tables have been providing and will continue to provide good accuracy if the net gate opening area frac tions remain greater than 0.25-0.35 and less than 1.0 (100% open). In most applications this is the case.
The percent error is significantly reduced with the C d values developed in this study (Table 3) . This is to be expected since these C d values were developed from this dataset. Of greater importance is the relative uncertainty, which remains within approximately ±7% for A o =A p above 0.4 for the 0.30 m gate and typically within a ±5% for A o =A p above 0.2 for other gates. It is recommended that users utilize the new C d values developed in this study for the gates tested. For gates that have not been tested, users should utilize the original Armco tables.
Downstream Pressure Tap Location Influence
Some impact of downstream pressure tap placement will be dis cussed in this paper since improper placement of the tap relative to the face of the gate is a common occurrence. Fig. 4 shows the downstream pressure tap locations that were investigated. It is common for pressure taps to be placed closer than the recom mended 0.305 m location. Fig. 10 
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Percent Flow Rate Error and
Uncertainty -ARMCO In contrast, the C d values vary significantly for A o =A p greater than 0.4 for the 0.30 m gate. The significantly lower C d values are a result of greater ΔH measured at the 0.15 and 0.2 m wells. If a rating table based on the 0.305 m stilling well location were used with a tap location at 0.15 or 0.2 m, the resulting flow rate would be overestimated. This indicates that if C d values or Armco tables are used for the 0.30 m gate, the pressure tap location should be moved or a correction factor should be applied to cor rect for the difference. If stilling wells are located closer than 1.10 0.2 m to the face of the gate, the flow rates from tables should be multiplied by a correction factor (F tap ) of 0.95 for gates open ings less than or equal to 0.13 m (5 in.), by F tap ¼ 0.89 for gate openings between 0.13 and 0.23 m (9 in.), and F tap ¼ 0.86 for gate openings greater than 0.23 m (although openings more than 75% are not recommended).
Application
As with any flow measurement device, there are constraints and recommendations that must be followed to obtain accurate results. The following guidelines combine some current installation stan dards, authors' experience, and results found in this study.
1. Traditionally, the upstream head above the top of the turnout pipe (H 1 ) was recommended to be equivalent to one pipe dia meter. However, results in this study show that H 1 ≥ 0.5 × D provide accurate results. This will increase the number of sites that could potentially utilize meter gates accurately. 2. The range of gate openings should be maintained between 25 and 75% open (the relationship between gate opening and A o =A p can be found in Table 3 ). If the stilling well is in the correct location, higher gate openings can be used but should always remain below fully open. For smaller 0.30 m (12-in.) gates, the minimum opening should be increased to 30-40%. If smaller gate openings are used for only a portion of the season and larger openings for the remainder, the volu metric uncertainty (accuracy) over the season may not be greatly impacted. It is likely that more significant volume will be delivered with the larger gate openings because of the high er flow rates. The volumetric uncertainty caused by the flow rate uncertainty will be proportional to the volume delivered at a specific gate opening. Therefore, the overall instantaneous flow rate uncertainty can be taken as the weighted average uncertainty at gate openings used weighted by the volumes delivered. 3. Sufficient upstream submergence is needed on the down stream end of the turnout pipe. The pipe downstream of the meter gate needs to be full. The water level needs to rise to some measurable level in the downstream stilling well. The downstream submergence should be at least 0.30 m (12 in.). However, more submergence may be needed so that a ΔH of approximately 0.76 m (30 in.) is not exceeded. Previous re commendations limit the head loss to 0.46 m (18 in.) but head losses greater than this performed well in this study. 4. All rating tables and C d values presented here require knowl edge of the net gate opening, as measured by the shaft open ing. The zero gate opening must be properly determined and The stilling well to tap hole diameters should be greater than 7:1. 6. The tap hole must be on the top of the pipe and should be 0.305 m (12 in.) downstream of the downstream face of the gate. However, the stilling well does not need to be centered over the access hole in the top of the discharge pipe. In general, it is good to have the stilling well close to the gate frame/bulk head, so that it can be supported. 7. If the stilling well is less than 0.30 m (12 in.) from the face of the gate for larger gates, the error in measurement will be low if the gates remain less than 75% open. For 0.30 m gates and probably smaller, there is a high likelihood of substantial error with different tap locations. It is recommended that the tap lo cation at these sites be moved to the correct location or the correction factor (F tap ) should be multiplied by the flow rate obtained from tables based on the 0.305 m (12-in.) tap location as described. 8. The tap hole should also be on the top of a corrugation if cor rugated pipe is used. The closest peak to the 0.305 m (12-in.) ideal tap location will be sufficient. 9. To simplify the measurement for head difference (ΔH) use the same datum (elevation) for both measurements. Fig. 1 showed a stilling well with the top correctly placed at the same eleva tion as the gate frame, and with a proper diameter. The top of the stilling well should be at the same elevation as the top of the gate frame (where the bottom of the lift nut rests). Then the upstream measurement should be taken from the top of the gate frame to the water level. The downstream measure ment should be taken from the top of the stilling well to the water level in the well. The ΔH is the difference between the upstream and downstream measurements from the datum (reference) to the water levels. 10. In many cases having the stilling well top at the same elevation as the top of the gate frame will prevent debris and soil from falling into the well and plugging the tap hole. This can occur during maintenance of the canal bank and road. If the top of the gate frame is still low enough that debris can fall in, a cap should be placed over the well when measurements are not being taken. 11. Volumetric accuracy can be improved from those stated earlier in this paper if: a. Additional instantaneous flow measurements are taken during the irrigation event. An example would be taking flow measurements every 24 h at open turnouts even if adjustments are not being made. This will reduce U Hu and U Hd . b. The time the delivery starts and stops is properly recorded.
If operators open and close turnout gates this can be done without additional work. Table 3 shows the new C d values from this study for the three Armco-type gates examined. It is recommended that these be used for creating new rating tables for these gates. While a best-fit poly nomial can be created for each gate [such as that shown in Eq. (12) with coefficients in Table 2 ], it is more appropriate to interpolate between these values to estimate C d values for other gate openings.
Utilizing variables outside of those tested in a regression equation can lead to significant error in the computed C d ðĈ d Þ. Linear interpolation or a more advanced interpolation method can be used. If an advanced interpolation is used the values should be plotted with those reported in this table to ensure that the results conform.
Conclusion
The meter gate can be an accurate flow measurement device if installed and operated correctly. If the recommendations in the "Application" section of this paper are followed, users of improved rating tables for the 0.30 m (12-in.), 0.46 m (18-in.), and 0.61 m (24-in.) gates can expect the relative uncertainty (U Q new ) to be bet ter than ±5 to ±7% at the 95% confidence level. For other gate sizes the continued use of the Armco flow measurement tables (Armco Steel Corporation 1975) is recommended with an uncer tainty (U Q Armco ) of better than ±10% at a 95% confidence level if recommendations are followed. Uncertainties are lower than the required 10.7% instantaneous flow rate uncertainty discussed previously.
The uncertainty is significantly less using the C d values from this study compared with the original Armco tables. Therefore, new rating tables from C d values developed in this study will be provided to users in digital format by the Irrigation Training and Research Center at California Polytechnic State University, San Luis Obispo. Until the remaining gates can be tested and im proved C d values developed, Armco Flow Measurement tables will be made available in digital format, and will be replaced as gates are tested in the future and new tables are developed.
Future evaluations are necessary to develop C d values and ex panded tables for other Armco-type gates and gate sizes. Since the Waterman C-10 and XCAD X-Gate have very similar designs as the Fresno Valves and Casting, 101 C gate, it is anticipated that the same rating tables can be used for these gates as well. Addi tional work is needed to confirm this. The Cal Poly ITRC meter gate testing facility is currently capable of testing gates up to 0.762 m (30 in.) in size. developing the net open area equations. This work could not have been completed without the hours of work provided by Cal Poly water engineering and irrigation graduate students and construction efforts by ITRC student employees from the BioResource and Agricultural Engineering Department.
Notation
The following symbols are used in this paper:
A i = pipe area at the gate opening if the gate bottom was flat along a geometric chord where the gate intersects the pipe on both sides; A o = net gate opening area; A p = full pipe area; A subtracted = area of the circular portion of the gate protruding into the pipe area below a geometric chord; C d = coefficient of discharge; C v = coefficient of velocity; D = pipe diameter; E Qi = percent error between the estimated flow and the actual flow; F tap = correction factor; g = gravitational acceleration; H 1 = upstream head; ΔH = change in head; O = distance from the centerline of the pipe to the intersection of the pipe and gate; P = distance from the center of the pipe to the center of the gate; Q = flow rate; Q Armco = flow rate from Armco rating table;
Q i = estimated flow rate; Q improved = new coefficient of discharge values developed from this work; Q mean = mean flow rate; R pipe = Reynolds number in the turnout pipe; R g = outside radius of the gate; R p = inside radius of the pipe; RU 95 = relative expanded uncertainty; U = uncertainty; U Hd = accuracy in flow rate estimated due to variable downstream water levels;
U Hu = accuracy in flow rate estimated due to variable upstream supply canal water levels; U Q = instantaneous flow measurement accuracy; U Q 95 = expanded uncertainty to the 95% confidence level; U Q Armco = Armco Flow Measurement Table recommended uncertainty; U Q new = new relative uncertainty; U T = accuracy of the delivery duration estimate; U v = percent (relative) volumetric expanded uncertainty; and y = net gate opening.
